The purpose of this study was to evaluate the presence of chemical-shift artifacts on cranial MR and to illustrate the interrelationship among chemical-shift artifacts, variable acquisition parameters, and field strength. Measurements of chemical-shift artifacts were performed on scans obtained from a volunteer imaged in a 1.5-T General Electric system at bandwidths of 8, 16, and 32 kHz, using a 24-cm field of view and an 8-kHz bandwidth with a 48-cm field of view. Chemical-shift displacements at 8 kHz were 6.6 and 14.2 mm at the respective fields of view. Retrospective review was also performed in 77 cases of cranial MR performed on a 1.4-T Technicare unit for the presence and source of chemical-shift artifact on spin-density and T2-weighted images. Most data reviewed showed no significant interference of chemical-shift artifacts on cranial images. An artifactual subdural fluid collection was a common artifact (n = 30/77). When present, this was due to shift of fat signal from subcutaneous tissues onto the brain in patients younger than 10 years old (n = 4/10) and correlated with the distance between brain and subcutaneous fat of less than the linear value of the chemical shift. When this artifact was present in adults (n = 25/67), it was due to shift of the medullary fat signal across the inner table of the skull. The latter also occurred in one child under 10. Apparent location shifts, consistent with the displacement expected from the chemicalshift artifact, were noted in five of five cases of intracranial lipoma. In one of these, the chemical-shift artifact disguised the presence of a large associated vessel. The method of calculating the linear displacement of chemical-shift artifact is reviewed, and the interrelationship of machine parameters and chemical-shift artifact is illustrated. Chemical-shift artifact increases proportionally with field strength and field of view. Increasing the bandwidth to decrease chemical-shift artifact has a resultant penalty in signal to noise but allows a lower time to echo. A lower time to echo can also be accomplished without increasing the bandwidth if asymmetric sampling is used.
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Awareness of the relationships among chemical-shift artifacts, acquisition parameters, and field strengths can result in a more tailored examination when the chemicalshift artifact is going to be a significant factor. In addition, interpreter error can be avoided by awareness of these relationships when reviewing images from outside institutions.
AJNR 1990:303-311, March/April1990; AJR 154: June 1990 We observed that the chemical-shift artifacts causing apparent subdural hematomas were seen frequently on a Technicare 1.4-T Teslacon system and seen infrequently on General Electric 1.5-T Signa, Picker 1.5-T Vista, Technicare 0.6-T Teslacon II , and Picker 0.5-T Vista systems. We further observed that with the Technicare 1.4-T system, these apparent subdural hematomas were common in the first decade of life, less common between the ages of 10 and 39 , and more common over the age of 40 . The current study was performed to determine (1) what patient variables contribute to chemical-shift artifacts that mimic subdural hematomas; (2) which MR parameters contribute to these artifacts; and (3) what the relationships are among these parameters. The basis of chemical-shift artifact, chemical-shift imaging, and clinical-shift spectroscopy is the variation of the local magnetic field (nuclear environment) due to the magnetic moment of electrons near the nucleus of interest. If this electronic magnetic field opposes the main (applied) magnetic field , as in the vast majority of human tissues (1 , 2] , the effective local magnetic field is "shielded " so that nuclei in this environment experience a field less than that of the applied magnetic field . The net contribution of these distortions of the applied magnetic field is measured by diamagnetic susceptibility (3) (4) (5) . Paramagnetic effects are due to the "extra" magnetic field produced by electrons; this field augments rather than opposes the applied field, but due to molecular dynamics the principal observed effect of paramagnetism is shortened T1 and T2 relaxation times .
Hydrogen molecules bound to fat will precess at a slightly slower rate than hydrogen molecules of water because they are more shielded from the applied magnetic field and therefore experience a lower magnetic field . Because the MR system translates a received signal at a given frequency to a specific predictable location on the image, when the gradient field is applied during the "readout" mode of the imaging cycle, these fat protons will appear at a lower frequency. This "frequency misregistration," or "chemical-shift" artifact, results in a position shift (displacement) of fat signal relative to signal from water at the same physical location. This effect is most obvious on the MR image when a tissue containing predominantly fat is sharply interfaced with one that is predominantly of water content.
Chemical-shift artifact is directly proportional to the field strength because the frequency difference increases as the Larmer frequency increases. As can be seen in Figure 1 , the steeper the gradient, the less the distance that the fat signal is displaced relative to the water signal. If the receiver bandwidth is doubled and the gradient is doubled to keep the same resolution and field of view (FOV), the chemical shift will be one-half as great. If the FOV in the frequency-encode direction is doubled, and resolution hence reduced by half, the gradient will be half as steep and the distance of the chemical-shift artifact will be twice as large. Because the fat signal is at a lower frequency , it appears on the image to be shifted in the lower field direction "downfield" of the gradient, relative to the water signal. The overlap of the fat signal with adjacent tissue can result in an artifact of extra, displaced signal , while the loss of signal from the fat at the original site results in a signal void at this location. The location of the chemical-shift artifact on the image can be changed by reorienting the frequency-encode axis or by reversing the gradient.
Bandwidth
For the purposes of this discussion, bandwidth will refer to either "signal " or "receiver" frequency ranges . The strength of the frequency-encoded gradient determines the range of frequencies contained in the image data signal. This range of frequencies is called the signal bandwidth . An increase in the In the presence of a spatially encoding field gradient, resonant frequency will depend on both position and chemical shift. Thus, water and fat at different positions will appear to be in the same place since they will have the same frequency. Position in the image is determined directly from resonant frequency, so that fat and water will be misregistered in the image. As gradient strength becomes smaller, this misregistration becomes larger; fat and water, which are farther apart in the subject, will have the same frequency, and hence be mapped to the same spot in the image.
signal bandwidth requires an equal increase in the system receiver sampling bandwidth to accommodate the greater range of signal frequencies. This is obtained by decreasing (narrowing) the time used for data collection (sampling). Steeper gradients result in a wider frequency bandwidth per pixel; therefore, the variance in fat and water signals are less significant, as shown in Figure 1 .
Materials and Methods
With the use of the General Electric 1.5-T system , a 67-year-old volunteer was examined at bandwidths of 32, 16, and 8 kHz with a 24-cm FOV and at an 8-kHz bandwidth with a 48-cm FOV. Comparisons were made of measured vs calculated chemical-shift artifacts . The default and user-selectable sampling bandwidth and the minimum time to echo (TE) attainable with these bandwidths were determined forTechnicare 0.6-T Teslacon II and 1.4-T Teslacon I, General Electric 1.5-T Signa, and Picker International 0.5-T and 1.5-T Vista systems.
Retrospective evaluation was made in 77 consecutive patient studies performed on a 1.4-T Teslacon I unit using a 25 .6-cm FOV, 256 (x or frequency-encode) by 192 (y or phase-encode) matrix, 16.6-kH z sampling bandwidth, and frequency gradient strength of 0.1529 gj cm . Spin-echo images were obtained in axial andjor coronal planes using spin-density, 2010/32 (TRfTE), and T2-weighted, 2010/120 , sequences. The frequency-encoding (x) axis was left-to-right in both planes with the gradient producing a higher field to the right. Qualitative assessment was made of the presence of chemical-shift artifacts at interfaces of fat and water. The presence of these artifacts was related to age, average skull thickness for age as determined by Orley [6] , and measured biparietal diameter (BPD). BPD was measured at the level of the thalami . The presence of artifactual subdural fluid collections was correlated with these age groupings by decade. Quantitative linear measurements were made on the images after comparing magnification factors with cursor measurements on the imaging unit. Measurements were also made of shift artifacts seen in five cases of known intracranial lipomas , four studied with the 1.4-T Technicare system and one with the 1.5-T General Electric system (gradient strength = 0.31 gjcm). CT examinations in these cases were compared with the MR images for evaluation of the presence of calcifications, associated vessels, and apparent position change of the lipoma when compared with the MR images.
Results
Images in the volunteer obtained at a 24-cm FOV with progressive sampling bandwidths of 8, 16, and 32 kHz showed measured linear chemical-shift artifacts of 6.6, 3.8, and 1.9 mm compared with calculated values of 6.7, 3.4, and 1.7 mm, respectively ( Fig. 1) . Doubling the FOV from 24 to 48 em at an 8-kHz bandwidth resulted in measured shifts of 6.6 and 14.2 mm compared with calculated values of 6.7 and 13.4 mm, respectively. Because it was difficult to define the edges of the artifact at a 48-cm FOV, the value is the mean of five measurements. Table 1 lists the default and selectable receiver bandwidths for the MR systems studied. Also listed are the minimal TEs attainable with these bandwidths.
On the 1.4-T Teslacon I system, the calculated shift of signal between juxtaposed fat and water was 3.2 mm (3.2 pixels). Of the 77 patient studies reviewed, 52 were in females 
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Increased Increased and 25 were in males. The patients were 9 months to 85 years old . Chemical-shift artifacts caused a relative asymmetry of the brain within the surrounding ring of subcutaneous andjor diploic fat signal in all studies. Most studies reviewed showed no subdural artifact. When this asymmetry resulted in an artifactual subdural fluid collection, it was due to shift of fat signal from the subcutaneous tissue in those under 1 0 years of age (Fig. 2) and to shift of fat signal of the diploic cavity onto the brain in older individuals (Fig . 3) . Shift of the subcutaneous tissue onto the brain was not observed beyond the age of 8.
The presence of a subdural artifact from overlap of the diploic fat signal showed a generally increasing trend with increased age (see Fig. 4 ). The age differences between artifact groups that showed subdural effects due to subcutaneous tissue overlap vs no overlap and between subdural artifact due to shift of subcutaneous vs diploic fat signal were significant by the t test (p = .0001 ). The patients with a shift of the subcutaneous tissue onto the brain had an average BPD of 12.3 em, patients with overlap of diploic fat signal had an average BPD of 14.2 em, and patients who had no demonstrable overlap had an average BPD of 14.0 em. The differences in BPD between the first two groups were significant by the t test (p = .001). Differences in BPDs between those having no artifact and overlap of the diploic fat signal were not significant.
Retrospective evaluation of the five cases of intracranial lipoma showed chemical-shift artifacts of 3-4 mm on the 1 .4-T Technicare studies and approximately 2 mm on the 1.5-T General Electric examination. An area of decreased signal adjacent to these lipomas, representing the higher field direction of the gradient ("upfield") side of the artifact, had prospectively been called calcification or vessel in three of five cases. Calcification was not present in these sites on CT (Fig .  5) . The downfield bright signal of the chemical-shift artifact obscured the presence of a large vessel adjacent to a sylvian fissure lipoma in one case (Fig. 6 ) and resulted in underestimation of calcification associated with a corpus callosum lipoma in another case.
Discussion

Relationship of Bandwidth to Chemical-Shift Artifacts and Other MR Parameters
Sampling bandwidth changes are related to the changes of strength of the read (x) gradient. The magnitude of the chemical-shift artifact depends on the effect of the inherent (chemical-shift) frequency difference between fat and water relative to the range of frequencies accountable to a given pixel. In other words , if the alteration of signal that occurs from the fatjwater difference is small , relative to the range of signals expected in a given pixel, the chemical-shift artifact will not have a significant effect on the image (see Fig. 1 Determine the frequency offset between fat and water in Hertz:
Frequency offset (ppm) (MHz).
shift (Hz)jresonant frequency (1) By using 3.5 ppm as the average chemical shift between fat and water, at 1.5 T, 3.5 ppm = frequency shift/64 MHz (frequency shift = 224 Hz). After selecting the bandwidth (i .e., 32kHz) at a given FOV (24 em) , determine the expected offset distance:
Expected offset distance (mm) = [frequency shift (Hz) x FOV (mm)]jbandwidth (Hz) = 224 Hz x 240 mmj32 ,000 Hz = 1.68 mm .
The linear displacement of the chemical-shift artifact is estimated at 1.68 mm in the frequency-encoded axis in this example. However, allowance for pixel size and measurement error must be considered . The frequency shift between fat and water is between 3.0 and 3.5 ppm. We arbitrarily chose 3.5 ppm as the value of the protons providing the majority of human "fat " signal.
The following conclusions can be made about chemical shift if only one variable is altered at a time in the formulas 1 and 2.
1 . The distance of the chemical-shift artifact is directly proportional to the strength of the magnetic field . Doubling the magnetic field will double the chemical-shift measurement in Hertz and in millimeters (see equation 1 ).
2. The distance of the chemical-shift artifact is inversely proportional to the sampling bandwidth. Doubling the sampling bandwidth will double the steepness of the gradient (to maintain the same resolution) and halve the distance of the chemical shift, as shown in Table 2 . At 24-cm FOV, the artifact at 8, 16, and 32 kHz by cursor measurement was less than 1 mm from the calculated values of 6.7, 3.4, and 1.7 mm , respectively (Fig. 7) .
3. The distance of chemical-shift artifact is directly proportional to the FOV. Doubling the FOV will halve the gradient and double the amount of chemical shift (Table 2) . Measured artifact at 8 kHz with 24-and 48-cm FOVs differed by a factor of two , but the value at 48-cm FOV is an estimate since there was difficulty defining the margins of the fat signal on this image (Fig . 7) .
It is important for the radiologist operating the MR system to understand the effects of and interrelationships involved in altering the sampling bandwidth, so the bandwidth can be optimized for each examination . At a given magnetic field A, Higher gradient to the right. B, Higher gradient to the left. Signal void at indicated area measures 6 mm, larger than expected 3-mm artifact for system used; it corre· lated with a vessel at angiography and surgery.
A strength, increasing the bandwidth lessens the distance of the chemical-shift artifact and decreases the signal to noise of the image. The signal to noise of the image is related to bandwidth by the formula, signal to noise= 1/.Jbandwidth. Therefore, an increase in bandwidth from 16 to 32 will decrease the signal to noise by a factor of 1.4 (Table 1 ) .
Sampling bandwidths are inversely proportional to signal collection times. The signal collection time multiplied by the bandwidth (sampling frequency) equals the number of sam-B pies (read , x matrix). Therefore, with a constant number of samples, decreasing the sampling bandwidth to improve the signal to noise increases the time required to gather the returning signal and results in an increase in the minimal allowable TE . Asymmetric sampling is a method of data collection that allows a shorter TE without necessitating a change in bandwidth. Traditionally, sampling has been performed in a symmetric distribution around the returning signal. In the spin-echo sequence, after the 180° pulse, the read Note.-The selectability of the sampling bandwidth varie s by manufacturer, may be run on a default setting, and affects the TE .
• Lower TEs are available wi th fast imaging techniques and asymmetri c sampling.
0 Bandwidth does not change on multiecho sequence.
c Bandwidth changes on multiecho sequence.
gradient is turned on while the slice gradient is turned off.
Sampling cannot be performed during the interval in which the slice-select gradient is falling off and the read gradient is rising (Fig. 8 ) [7 , 8] . The time between the gradient change and the beginning of signal collection limits how short the TE can be so that sampling does not overlap the gradient change interval. This can be compensated by a wider (higher) bandwidth (Fig. 9) . By using asymmetric sampling, the TE can be shorter, allowing a closer spacing of signal collection and gradient change interval without requiring a narrower bandwidth (Fig. 9c) . Table 2 lists the specific parameters tor the MR systems we have studied and indicates the degree of TE shortening with changes in sampling bandwidth. It should also be noted that the sampling bandwidth is an operative selectable parameter on the Picker International and General Electric units. It the sampling bandwidth is not selected by the user on these units , the sampling bandwidth will be set by the system (default setting). Default values will yield a high bandwidth , resulting in small chemical-shift artifacts and a shorter allowable TE . Since TE is inversely proportional to bandwidth, it a short TE image is needed to decrease the amount of T2-weighting and increase the amount of T1-weighting or to obtain gradient-recalled images, then a low sampling bandwidth cannot be used . Since chemical-shift artifacts increase with increasing FOV, in areas where a larger FOV is needed , such as the abdomen and pelvis, it is desirable to increase the sampling bandwidth in order to minimize the chemicalshift artifact. It the x matrix is increased, then either the bandwidth or the sampling time must be increased. It the sampling time is increased, the minimal allowable TE will also be increased .
Effect of Chemical-Shift Artifact on Cranial MR
With the Technicare 1.4-T system, the linear distance of chemical-shift artifacts as measured on spin-density-weighted images was 3.2 mm . Therefore, in children under the age of 8, the shift of the signal from tat in the subcutaneous tissues may exceed the average skull thickness and will overlap the brain causing artitactual subdural collection . In the first decade, skull thickness ranges from 2.9 to 3.3 mm, as measured 3 em posterior to coronal suture [6 , 9] . Less commonly between the ages of 8 and 40 and more commonly after age 40, the tat in the diploic space of the calvaria will be shifted over the brain when the distance between the brain and the medullary cavity is less than 3.2 mm . With increasing age, there is increased tat deposition within the marrow, which accounts tor the increased prevalence of artitactual subdural hematomas with increasing age. Evaluation of the presence and source of tat signal resulting in subdural hematomas correlated with age-related changes of skull thickness and BPD. Skull thickness increases rapidly up to the teenage years , and then more gradually to age 40 or 50 [9] . The inner table of the skull has a relatively constant thickness of 0.5 mm. Although more variable, the outer table averages 1 .5 mm in thickness [6 , 1 0] . Differences in skull thickness are mainly due to the thickness of the diploic space. Between 4 and 20 years of age, the tat cell content of the marrow increases to approximately 21 % [11 , 12] . Analogous to hemopoietic marrow in other bones of the body, the tat content of the calvarial marrow begins to increase again in the eighth decade [13] .
Usually, the appearance of the chemical-shift artifact is so characteristic that it is easily distinguishable from true subdural collections (Fig. 3) . The chemical-shift artifact always occurs in the frequency-encoded direction and tapers as the source of tat signal becomes parallel to the frequency axis. Using the same machine and sequence, the frequency offset and apparent subdural location is always on the same side of the brain . Reversal of the direction of the gradient in the frequency-encoded axis results in the artifact being located on the opposite side. This artifact can be mistaken tor a true subdural hematoma by those used to working at a different magnetic strength , in systems that alter bandwidth with TE , or when reviewing images from an unfamiliar unit. For questionable subdural hematomas, the phase-and frequencyencoded axes can be reversed or the direction of the gradient strength can be inverted . The dark side of the artifact will add Comparison of CT and MR in the five patients with intracranial lipomas revealed discrete but insignificant apparent location shifts in the lipomas in the downfield direction (Fig .  5) . Fat deposits in lipomas of the corpus callosum , interhemispheric fissure, and fat-containing tissues always shifted in the same direction as the subcutaneous fat. An area of decreased signal that may mimic calcification or blood vessels is always adjacent to the lesion in the direction opposite the shift of the fat. In the latter, the dark rim of the chemical-shift artifact is asymmetric and perpendicular to the axis of the B D frequency-encoded gradient, differentiating it from the concentric ring of decreased signal that surrounds intraparenchymal hemorrhage and represents hemosiderin deposit. Switching the direction of the frequency-encoded gradients or a gradient-echo pulse sequence [14] can be used to determine if calcification is present. The interpretation of the presence of calcifications associated with the intracranial lipomas in this study had no clinical significance. In the case of the sylvian fissure lipoma, deviation in size of the measured vs expected chemical-shift artifact correlated with angiographic and surgical verification of a large vessel. The flow void of the middle cerebral branch artery added to the artifact when the high gradient was to the left and was covered by the signal from the lipoma when the gradient was reversed (Fig . 6 ).
In conclusion , the relationship of machine-selectable variables on chemical-shift artifacts has been discussed. Chemical-shift artifact is directly proportional to field strength and 
